Implant Surface Options and Biofilm Mitigation Strategies.
Two important topics in breast augmentation and reconstruction relate to device surface texture and practices to mitigate biofilm contamination of implants. Breast augmentation can be considered a manufacturing process where planning concepts of process engineering and quality can be used to produce great outcomes. This article reviews the options available for surgeons with regards to device surface texture selection and practices to mitigate biofilm contamination of implants at the time of surgery.